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Abstract. Chemically resolved atmospheric aerosol data sets
from the largest intercomparison of the Aerodyne aerosol
chemical speciation monitors (ACSMs) performed to date
were collected at the French atmospheric supersite SIRTA. In
total 13 quadrupole ACSMs (Q-ACSM) from the European
ACTRIS ACSM network, one time-of-flight ACSM (ToF-
ACSM), and one high-resolution ToF aerosol mass spec-
trometer (AMS) were operated in parallel for about 3 weeks
in November and December 2013. Part 1 of this study re-
ports on the accuracy and precision of the instruments for
all the measured species. In this work we report on the in-
tercomparison of organic components and the results from
factor analysis source apportionment by positive matrix fac-
torisation (PMF) utilising the multilinear engine 2 (ME-2).
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Except for the organic contribution of mass-to-charge ra-
tio m/z 44 to the total organics (f44), which varied by
factors between 0.6 and 1.3 compared to the mean, the
peaks in the organic mass spectra were similar among in-
struments. The m/z 44 differences in the spectra resulted
in a variable f44 in the source profiles extracted by ME-2,
but had only a minor influence on the extracted mass contri-
butions of the sources. The presented source apportionment
yielded four factors for all 15 instruments: hydrocarbon-
like organic aerosol (HOA), cooking-related organic aerosol
(COA), biomass burning-related organic aerosol (BBOA)
and secondary oxygenated organic aerosol (OOA). ME-2
boundary conditions (profile constraints) were optimised in-
dividually by means of correlation to external data in order
to achieve equivalent / comparable solutions for all ACSM
instruments and the results are discussed together with the
investigation of the influence of alternative anchors (refer-
ence profiles). A comparison of the ME-2 source apportion-
ment output of all 15 instruments resulted in relative stan-
dard deviations (SD) from the mean between 13.7 and 22.7 %
of the source’s average mass contribution depending on
the factors (HOA: 14.3± 2.2 %, COA: 15.0± 3.4 %, OOA:
41.5± 5.7 %, BBOA: 29.3± 5.0 %). Factors which tend to
be subject to minor factor mixing (in this case COA) have
higher relative uncertainties than factors which are recog-
nised more readily like the OOA. Averaged over all fac-
tors and instruments the relative first SD from the mean of
a source extracted with ME-2 was 17.2 %.
1 Introduction
Measurements have shown that organic compounds consti-
tute a major fraction of the total particulate matter (PM) all
around the world (20–90 % of the submicron aerosol mass
according to Kanakidou et al., 2005). Elevated concentra-
tions of organic aerosols due to anthropogenic activities are
a major contributor to the predominantly adverse effects of
aerosols on climate (Lohmann and Feichter, 2005; Stevens
and Feingold, 2009; Boucher et al., 2013; Carslaw et al.,
2013), weather extremes (Wang et al., 2014a, b), Earth’s
ecosystem (Mercado et al., 2009; Carslaw et al., 2010; Ma-
howald, 2011) or on human health (Seaton et al., 1995; Laden
et al., 2000; Cohen et al., 2005; Pope and Dockery, 2006).
According to recent estimates of the global burden of disease,
up to 3.6 million (Lim et al., 2013) of the about 56 million
annual deaths (Mathers et al., 2005) were connected to am-
bient particulate air pollution in the year 2010. These num-
bers underline the importance of detailed knowledge about
the sources of ambient aerosols to be able to efficiently re-
duce air pollution levels.
Positive matrix factorisation (PMF), a statistical factor
analysis algorithm developed by Paatero and Tapper (1994)
and Paatero (1997), is a widely and successfully used ap-
proach to simplify interpretation of complex data sets by rep-
resenting measurements as a linear combination of static fac-
tor profiles and their time-dependent intensities (Lanz et al.,
2007, 2010; Ulbrich et al., 2009; Crippa et al., 2014). The
multilinear engine implementation (ME-2, Paatero, 1999) al-
lows for the introduction of additional constraints (e.g. ex-
ternal factor profiles) to the algorithm. The algorithm has
been heavily used for source identification and quantification
with organic mass spectra measured by the Aerodyne aerosol
mass spectrometer (AMS, Jayne et al., 2000; Drewnick et al.,
2005; DeCarlo et al., 2006) and the related aerosol chem-
ical speciation monitor (ACSM, Ng et al., 2011c; Fröhlich
et al., 2013). Typically, the organic fraction of PM can be
split up in primary (POA) and secondary organic aerosol
(SOA). Origin and precursors of the SOA, which often can be
separated according to volatility into a more oxidised (low-
volatility LV-OOA) and a less oxidised fraction (“semi”-
volatility SV-OOA) (Jimenez et al., 2009; Ng et al., 2010)
remain largely unclear (Hallquist et al., 2009). Conversely,
many POA sources have been identified (Zhang et al., 2011):
hydrocarbon-like organic aerosol (HOA, Zhang et al., 2005a,
b), biomass burning-related organic aerosol (BBOA, Alfarra
et al., 2007; Aiken et al., 2010), cooking-related organic
aerosol (COA, Slowik et al., 2010; Allan et al., 2010; Mohr
et al., 2012; Canonaco et al., 2013; Crippa et al., 2014,
2013a), coal burning-related organic aerosol (CBOA, Hu
et al., 2013b; Huang et al., 2014), nitrogen-enriched OA
(NOA, Sun et al., 2011; Aiken et al., 2009) or local sources of
primary organics (Timonen et al., 2013; Faber et al., 2013).
Another marine source of secondary organic aerosol (MOA)
related to MSA was reported by Crippa et al. (2013b).
Like every measurement or model, the results of
PMF/ME-2 are subject to uncertainties. These uncertainties
may result from the mathematical model itself (Paatero et al.,
2014) or from the measurement technique applied. Within
a certain measurement technique the effects of basic instru-
ment precision, e.g. calculation of the measurement uncer-
tainty matrix, can be distinguished from systematic differ-
ences between instruments outside of measurement preci-
sion. The latter will be investigated in this study for the first
time on a large basis of 15 co-located, individual aerosol
mass spectrometers employing the same experimental tech-
nique (13×Q-ACSM, 1×ToF-ACSM, 1×HR-ToF-AMS).
By comparing the source apportionment results of these 15
individual instruments, previously operated at different sta-
tions all over Europe (see http://psi.ch/ZzWd), a measure of
comparability of PMF results across data sets recorded by
different instruments is obtained.
Especially in the light of the growing number of ACSMs in
Europe (promoted by the ACTRIS project: Aerosols, Clouds,
and Trace gases Research InfraStructure network) and other
parts of the world a better evaluation and understanding of
the uncertainties of this technique in terms of concentrations
(part 1 of this study, Crenn et al., 2015) and source appor-
tionment (this paper) is needed. Large intercomparison cam-
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paigns under real ambient conditions like the presented one
are insightful and necessary exercises to ensure data quality
and comparability of ACSM measurements.
2 Methodology and instrument description
The 15 Aerodyne mass spectrometers, which were provided
by the co-authoring institutions (see Table S1 in the Supple-
ment) will be denoted herein as #1–#13 (Q-ACSMs), ToF
(ToF-ACSM) and HR(-AMS) (HR-ToF-AMS). The data sets
were recorded during the ACTRIS ACSM intercomparison
campaign taking place during 3 weeks in November and De-
cember 2013 at the SIRTA (Site Instrumental de Recherche
par Télédétection Atmosphérique) station of the LSCE (Lab-
oratoire des sciences du climat et l’environnement) in Gif-
sur-Yvette, in the region of Paris (France), now hosting the
European Aerosol Chemical Speciation Monitor Calibration
Centre (ACMCC) which is part of the ACTRIS European
Center for Aerosol Calibration. Detailed results of the in-
tercomparison can be found in part 1 of this study (Crenn
et al., 2015). For this intercomparison study data between
16 November and 1 December were considered (the full pe-
riod of parallel measurements of all instruments).
2.1 Site description
SIRTA is a well-established atmospheric observatory in the
vicinity of the French megacity Paris. The measurement
site is located on the plateau of Saclay on the campus
of CEA (French Alternative Energies and Atomic Energy
Commission) at “Orme des Merisiers” (48.709◦ N, 2.149◦ E,
163 m a.s.l.). Being approximately 20 km southwest of the
city centre of Paris, the station is classified as regional back-
ground, surrounded mainly by agricultural fields, forests,
small villages and other research facilities. The closest major
road is located about 2 km northeast. Overviews of winter-
time aerosol sources and composition in the Paris region can
be found in Crippa et al. (2013a) and Bressi et al. (2014).
All 15 instruments were located in the same laboratory,
distributed to five separate PM2.5 inlets on the roof of the
building. A suite of additional aerosol and gas phase in-
struments (e.g. an Aethalometer for source apportionment of
black carbon – for a complete list and description of the inlets
and collocated instruments refer to Crenn et al., 2015) were
operated in parallel, providing important data facilitating the
validation of sources identified in this study.
2.2 Aerosol mass spectrometers
The focus of this work lies on source apportionment per-
formed on data recorded with three different but related types
of aerosol mass spectrometer: the high-resolution time-of-
flight aerosol mass spectrometer (HR-ToF-AMS) was run-
ning alternatively in V- and W-mode every 2 min, record-
ing aerosol spectra with a mass resolution of up to M
1M
=
5000 (W-mode), the time-of-flight aerosol chemical specia-
tion monitor (ToF-ACSM) operating at 10 min intervals with
a resolution of M
1M
= 600 and the quadrupole aerosol chem-
ical speciation monitor (Q-ACSM) with unit mass resolution
(UMR) and time steps of∼ 30 min. All three instruments em-
ploy the same operational principle. Aerosol particles are fo-
cused into a vacuum chamber by an aerodynamic lens (Liu
et al., 1995a, b, 2007; Zhang et al., 2004) where they are
separated from the gas molecules as effectively as possi-
ble by a skimmer cone. These particles are flash vaporised
on a heated (600 ◦C) inverted cone of porous tungsten. The
resulting gas is then ionised by electron impact (∼ 70 eV)
and detected by the different ion mass spectrometers (Tofw-
erk HTOF, Tofwerk ETOF, Pfeiffer Prisma Plus QMG 220
quadrupole). While in the quadrupole mass spectrometer the
m/z (mass-to-charge) channels are scanned through at a lim-
ited speed of typically 200 msamu−1 (32 data points per
amu); the TOF systems measure all ions at every extrac-
tion and provide a generally greater mass-to-charge resolv-
ing power and sensitivity. Vaporisation can induce thermal
decomposition, while electron impact ionisation leads to ex-
tensive fragmentation. Both processes reduce the amount of
available molecular information. Using fragmentation pat-
terns known from controlled laboratory experiments (Allan
et al., 2004; Aiken et al., 2008) allows for the determination
of the main non-refractory aerosol species (nitrate, sulfate,
ammonium, chloride and bulk organic matter).
Each instrument sampled dried aerosol at a similar flow
rate of 0.1 Lmin−1 with an additional bypass flow of
2.9 Lmin−1 to reduce particle losses in the lines. Small pos-
sible variations of the flows between instruments are taken
into account by the standard air beam correction routinely
performed on AMS and ACSM data. In the AMS and ACSM
systems mass spectral backgrounds must be recorded and
this is done differently between the two instruments. The
AMS systems use a chopper slit-wheel inside the vacuum
chamber to alternate between measurements of aerosol and
chamber background (i.e. the particle beam is fully blocked),
the ACSM systems use an automated three-way valve switch
assembly. This valve is periodically switched between two
lines: the air in one line was filtered (“background”) while
the other line carries ambient, particle-laden air. All neces-
sary calibrations (ionisation efficiency of nitrate (IE), relative
ionisation efficiencies (RIE) of ammonium and sulfate, mass-
to-charge axis (m/z), lens alignment, volumetric flow into
the vacuum chamber, detector amplification (for more details
we refer to the respective publications or the review of Cana-
garatna et al., 2007) were performed and monitored on site
by the same operators using the same calibration equipment
(e.g. SMPS). Since this study is mainly focused on a relative
intercomparison of the ME-2 source apportionment, a con-
stant collection efficiency of CE= 0.5 (Huffman et al., 2005;
Matthew et al., 2008) was assumed for all instruments (for
a more detailed analysis see Crenn et al., 2015).
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The following software packages were used. Q-ACSM:
version 1.4.4.5. of the ACSM DAQ software (Aerodyne
Research Inc., Billerica, Massachusetts) during data ac-
quisition and version 1.5.3.2 of the ACSM local tool
(Aerodyne Research Inc., Billerica, Massachusetts) for
Igor Pro (Wavemetrics Inc., Lake Oswego, Oregon) for
Q-ACSM data treatment and export of PMF matrices
(see Supplement for discussion of changes in most re-
cent software version 1.5.5.0). ToF-ACSM: TOFDAQ
version 1.94 (TOFWERK AG, Thun, Switzerland) dur-
ing acquisition and Tofware version 2.4.2 (TOFWERK
AG, Thun, Switzerland) for Igor Pro for data treatment.
ToF-ACSM PMF matrices were calculated manually in
accordance with the procedures employed in the AMS
software SQUIRREL v1.52G (http://cires.colorado.edu/
jimenez-group/ToFAMSResources/ToFSoftware/). AMS:
standard ToF-AMS data acquisition software v4.0.24
(https://sites.google.com/site/tofamsdaq/) and the Thuner
v1.5.10.0 (TOFWERK AG, Thun, Switzerland) to perform
the automatic tuning of the ToF-MS voltages during acquisi-
tion were employed. Pika v1.12G (http://cires.colorado.edu/
jimenez-group/ToFAMSResources/ToFSoftware/) was used
for the high-resolution data analysis. The fragmentation
table was adjusted according to recommendations (Aiken
et al., 2008) in order to take into account air interferences
and the water fragmentation pattern.
2.3 Aethalometer, NOx analyser and PTR-MS
In the context of this paper, data from various external mea-
surements, namely an Aethalometer, a NOx analyser and
a PTR-MS were used to validate factors found by the ME-
2 source apportionment. The Magee Scientific Aethalometer
model AE33 (Drinovec et al., 2015; Aerosol d.o.o., Ljubl-
jana, Slovenia) measures black carbon (BC) aerosol by col-
lecting aerosol on a filter and determining the light absorp-
tion at seven different wavelengths (Hansen et al., 1984).
Potential sample loading artefacts detailed in Collaud Coen
et al. (2010) are automatically compensated for according to
the procedures described in Drinovec et al. (2015). The ab-
sorption coefficient babs depends on the wavelength λ and the
Ångström exponent αi , following the relationship
babs ∝ λ
−αi . (1)
By exploiting the wavelength dependence, i.e. the
Ångström exponent is source-specific (Sandradewi et al.,
2008), the measured BC can be separated into BC from wood
burning (BCwb) and BC from fossil fuel combustion (BCff).
To this end a system of four equations has to be solved:
babs(λ1)ff
babs(λ2)ff
=
(
λ1
λ2
)−αff
(2)
babs(λ1)wb
babs(λ2)wb
=
(
λ1
λ2
)−αwb
(3)
babs(λ1)tot = babs(λ1)ff+ babs(λ1)wb (4a)
babs(λ2)tot = babs(λ2)ff+ babs(λ2)wb (4b)
with absorption coefficients of wood burning and fossil
fuel combustion babs, wb/ff at two different wavelengths λ
(here: λ1 = 470 nm and λ2 = 880 nm) and the corresponding
Ångström exponents αwb/ff. According to literature αwb typ-
ically lies between 1.9 and 2.2 (Sandradewi et al., 2008) and
αff between 0.9 and 1.1 (Bond and Bergstrom, 2006). More
recent studies suggested slightly lower αwb of 1.6–1.7 (Saleh
et al., 2013; Liu et al., 2014) but this does not affect the over-
all time trends used for the correlation with sources found
by PMF. In agreement with the sensitivity analysis done by
Sciare et al. (2011) for the Paris region, Ångström exponents
of αwb = 2 and αff = 1 were used in the BC source appor-
tionment of this study. The fractions of BC emitted by the
respective sources can then be calculated linearly from the
total measured BC and the fraction of the corresponding ab-
sorption coefficient.
NOx concentrations were measured by a photolytic NO-
NO2 analyser (model T200UP NO-NO2, Teledyne API,
San Diego, CA, USA) via ozone-induced chemilumines-
cence. Gaseous methanol and acetonitrile concentrations
were detected by a proton-transfer-reaction mass spectrome-
terf (PTR-MS, serial # 10-HS02 079, Ionicon Analytik, Inns-
bruck, Austria, Hansel et al., 1995; Graus et al., 2010) which
is described elsewhere (Sciare et al., 2011).
2.4 ME-2 and SoFi tool
For source apportionment (SA) of organic aerosol mass spec-
tral data sets the methods of choice usually are 2-D bilin-
ear models like PMF (Paatero and Tapper, 1994; Paatero,
1997) or chemical mass balance (CMB, Watson et al., 1997;
Ng et al., 2011b). In particular, PMF has successfully been
used in numerous AMS SA studies (Zhang et al., 2011). In
both methods the organic m× n spectral matrix X, contain-
ingm organic mass spectra (rows) with n ion fragments each
(columns), is factorised into two submatrices, the profiles F
and time series G. The F is a p×n and G is anm×p matrix
with p indicating the number of profiles. The residual m× n
matrix E contains the fraction of X which is not explained by
the current factorisation/model solution and is minimised by
the PMF algorithm:
X=GF+E. (5)
Within the ME-2 package several cases of PMF are imple-
mented: the traditional unconstrained PMF, PMF with con-
trolled rotations (in many cases this is simply denoted “ME-
2”), or fully constrained PMF (a form of CMB). While in
unconstrained PMF the algorithm models the (entirely posi-
tive) profile and time series matrices F and G with a pre-set
number of factors p by iteratively minimising the quantity
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Q (main part of the object function as defined by Paatero
and Hopke, 2009), the fully constrained (CMB-like) PMF al-
gorithm needs well-defined factor profiles as input and at-
tributes a time series of concentrations to them:
Q=
m∑
i=1
n∑
j=1
(
eij
σij
)2
(6)
with eij being the elements of the residual matrix E and
σij the measurement uncertainties of ion fragment j at time
step i. In many cases, e.g. when two factors have similar
time series (e.g. heating and cooking in the evening) or pro-
files (e.g. traffic and cooking, Mohr et al., 2009), the totally
unconstrained PMF has difficulties separating these factors
(this was already pointed out in former studies, e.g. by Sun
et al., 2010). The multilinear engine (ME-2) provides ad-
ditional control over the rotational ambiguity (Paatero and
Hopke, 2009). Here the solution space is explored by in-
troducing a priori information (e.g. factor profiles) for some
(not necessary all) of the factors p. The strength of this ad-
ditional constraint is set by the so-called a value (Paatero
and Hopke, 2009; Brown et al., 2012), which determines how
much deviation from the constraint profile the model allows.
It ranges from zero to one and can be understood as the rel-
ative fraction – by how much each m/z may individually
deviate from the a priori profile (Lanz et al., 2008). In that
way, ME-2 covers the whole range of bilinear models from
fully constrained (a = 0) to completely unconstrained PMF
(no a value set). Moving away from the unconstrained solu-
tion typically leads to an increase in Q. The magnitude of
this increase ofQ is used in order to remove solutions whose
rotations are not a mathematically adequate representation of
the input data set. All factor analyses presented in this study
were performed in the robust mode (Paatero, 1997).
Initialisation of the ME-2 engine and analysis of the results
was performed using the source finder tool (SoFi v4.6, http:
//psi.ch/HGdP, Canonaco et al., 2013) package for Igor Pro
(WaveMetrics Inc., Lake Oswego, Oregon).
2.5 Model input and data preparation
As an input, the ME-2 algorithm requires the organic data
matrix, the associated error matrix, and the corresponding
time and mass-to-charge (m/z) axis. For each instrument
the input data were created up to m/z 100 and individually
cleaned up. Bad data points were identified by standard diag-
nostics (airbeam signal, inlet pressure, voltage settings, etc.).
A uniform CE= 0.5 and a uniform organics RIEorg = 1.4
were used for all data sets. The corresponding ionisation ef-
ficiency (IE) or, more accurately for the Q-ACSMs, the re-
sponse factor (RF) calibration values were determined during
the first week of the intercomparison study on site (Crenn
et al., 2015) and can be found in Table S2. Q-ACSM data
were corrected for a decrease in ion transmission at high
m/z (& 55) according to a standard curve obtained by Ng
et al. (2011c). For further discussion and recent software up-
dates concerning the relative ion transmission (RIT) calcu-
lation for PMF matrices refer to the discussion in the Sup-
plement. To correct for the decay of the detector amplifica-
tion the airbeam N2 signal at m/z 28 was used (reference
value: 1× 10−7 A) maintaining the detectors at gain values
of around 20 000.
The ToF-ACSM data set exhibited an unusual (exponen-
tially decaying) drift in addition to the drift of the airbeam
signals, visible in the always present background signals like
the one of stable tungsten isotopes (originating from the
ioniser filament). This indicates a change in the IE/AB ra-
tio during the campaign which was confirmed by calibrations
at the beginning and at the end. To avoid influence of poten-
tial real ambient aerosol trends, a correction function was de-
duced from the largest signals in the background (m/z 105,
130, 132, 182 and 221, see Fig. S1) and applied to the data
set, making the assumption that the IE of ambient aerosol
molecules is affected the same way as the molecules in the
chamber background. This drift is attributed to transient ef-
fects in the electronics occurring after the replacement of the
electron multiplier.
A probably too short delay time of the quadrupole scan
after a valve switch (125 ms) caused physically not meaning-
ful negative values at the signal channel of m/z 12, therefore
the m/z 12 column was removed from all Q-ACSM matri-
ces prior to PMF analysis. m/z channels with weak signals
may influence the operation of the PMF algorithm and there-
fore also the solutions in a suboptimal way because the al-
gorithm may try to apportion nonsensical noise. In order to
avoid this the corresponding uncertainty of weak channels
can be increased to reduce their weight according to Eq. (6).
Table S3 shows a list of down-weighted m/z channels for
each instrument. The decision as to whether a channel was
down-weighted or not was made individually either because
of low signal-to-noise ratio according to the recommenda-
tions of Ulbrich et al. (2009) or because of spotted outliers
with high weighted residuals. Furthermore, the uncertainties
of m/z channels that are not directly measured but recalcu-
lated from fractions of the signal at m/z 44 via the fragmen-
tation table (Allan et al., 2004) are adjusted as well according
to the recommendation of Ulbrich et al. (2009).
2.6 Optimisation of ME-2 constraints
Optimal a values in each case were determined by system-
atic variation of the a value in relation to increases or de-
creases of the correlation coefficient R2 of the factor time
series with external tracers. The correlations that were max-
imised for the determination of the best a values were:
BBOA factor with BCwb, OOA factor with inorganic SO4
(covariance of OOA with sulfate was found at the SIRTA
site before by Crippa et al., 2013a) and HOA factor with
BCff and NOx . Correlation maxima (R
2) are listed in Ta-
ble 1. Changes in a value usually affected mainly the cor-
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Table 1. Coefficients of determination (R2) between the factors of
each instrument’s best ME-2 solution (left column of Table 2) and
external measurements.
R2 BBOA / BCwb HOA / BCff HOA / NOx OOA / SO4
ToF 0.91 0.69 0.77 0.66
#1 0.94 0.64 0.66 0.60
#2 0.93 0.67 0.62 0.52
#3 0.91 0.71 0.65 0.70
#4 0.93 0.73 0.75 0.61
#5 0.85 0.66 0.62 0.75
#6 0.87 0.57 0.55 0.76
#7 0.87 0.58 0.53 0.72
#8 0.87 0.59 0.61 0.79
#9 0.86 0.71 0.69 0.76
#10 0.90 0.55 0.56 0.77
#11 0.85 0.52 0.52 0.75
#12 0.87 0.59 0.59 0.78
#13 0.85 0.65 0.65 0.66
HR-AMS 0.90 0.68 0.65 0.51
relations of the HOA factor while the correlations of the
BBOA and OOA factors were quite stable. On that account
two correlations to HOA were made. The sum of the two
HOAR2 was maximised. For COA no reliable external tracer
was measured. For all factors good correlations with the re-
spective external measurement were reached: BBOA/BCwb:
median R2 = 0.87 (range 0.85–0.94), HOA/BCff: median
R2 = 0.65 (range 0.52–0.73), HOA/NOx : median R
2
= 0.62
(range 0.52–0.77), OOA/SO4: median 0.72 (range 0.51–
0.79).
The applied strategy was: increase of a in steps of 1a =
0.05 until a maximum R2 (coefficient of correlation between
time series of resulting factors and corresponding external
tracers) is found. If two factor profiles are constrained, first
both a values are varied simultaneously until a maximum R2
is found. From this point, the a value of one of reference
profiles is varied independently in both directions (smaller
and larger a values) while the a value of the other reference
profile stays constant. Again after a maximum R2 is found,
the a value of the other reference profile is varied, looking
for the maximal correlation with external data (see flowchart
in Fig. S8). In this way a large range of a values could be
explored for each instrument.
It is to note that of course also the BC source apportion-
ment and other external data used for this sensitivity analy-
sis are prone to uncertainties. The approach detailed above
therefore should, if applied elsewhere, always be used with
caution, and a sensitivity analysis on the dependence of the
results on the input model parameters should be performed.
In the presented case the optimisation of a values assured
the comparability of the 15 solutions used for the intercom-
parison of the ME-2 method. A thorough discussion of the
uncertainties of the BC source apportionment method and
a comparison to other source apportionment methods can be
found in Favez et al. (2010).
3 Results
In the discussion below the 13 participating Q-ACSMs in
this study are denoted “#1” to “#13” while the ToF-ACSM
will be denoted “ToF” and the HR-ToF-AMS “HR”, fol-
lowing the notation of the companion paper of Crenn et al.
(2015). A complete list of the participating instruments can
be found in Table S1. Times are presented in local time
(CET= UTC+ 1h).
3.1 Organic time series
Figure 1 shows the time traces of bulk organic matter during
the 16 days of simultaneous measurement used for the subse-
quent ME-2 analysis (16 November–1 December 2013, this
corresponds to 550–780 data points depending on data avail-
ability of each instrument). The median organic concentra-
tion calculated on a point-by-point basis of the 13 Q-ACSMs
is displayed as a black line with the interquartile range (IQR)
(25–75 percentile) shaded in red and the 10–90 percentile
range shaded in grey. The ToF-ACSM time series is shown in
green and the AMS in pink. Correlations of ToF-ACSM and
AMS with the median of the Q-ACSMs is shown in the two
inset graphs. Good qualitative and quantitative agreement
between all 15 aerosol mass spectrometers was achieved
(R2 = 0.82–0.99, slope= 0.70–1.37, see Crenn et al., 2015
for intercomparison between Q-ACSMs or Fig. 1 for com-
parison of Q-ACSMs to HR-AMS and ToF-ACSM). Average
organic matter concentrations during the whole period with
6.9 µgm−3 (range≈ 0.7–25 µgm−3) were in the range of
typical OA concentrations at this site (Petit et al., 2015), pro-
viding good boundary conditions (high signal-to-noise and
variability) for PMF source apportionment. For a more de-
tailed analysis of the concentration ranges we refer to Crenn
et al. (2015).
3.2 Organic mass spectra
The mass spectrometer discriminates molecular fragments
of certain mass-to-charge ratios. The data are then typically
displayed as stick plots containing the respective signals for
eachm/z. The bulk organic signal is calculated from the sum
of the sticks (total integrated signal for a given integer m/z)
associated with organic molecules or molecular fragments
according to known fragmentation patterns detailed in Al-
lan et al. (2004). This is done under the assumption that with
constant boundary conditions the fragmentation is constant
as well. The sticks in Fig. 2a represent the median fractions
of total organic matter at the respective mass-to-charge ratios
for the 13 Q-ACSM instruments during an interruption-free
20 h period (26 November 10:00–27 November 06:00 LT,
UTC+ 1 h). The IQR and the full range are displayed as
boxes and whiskers respectively.
There is significant information remaining in the organic
molecular fragments. For example fragments at m/z 60
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Figure 1. Time series of bulk organic matter for all 15 instruments in µgm−3 (CE= 0.5, RIEorg = 1.4). The green trace shows organic matter
measured by the ToF-ACSM, the pink trace HR-ToF-AMS organic matter and the black trace the median of organic matter measured by the
13 Q-ACSMs. Since all ACSMs run with slightly different time steps all data shown in this plot had to be re-gridded to the same 30 min
timescale for the calculation of median and inter-percentile ranges. The light red and light grey regions indicate the 25–75 percentile range
and the 10–90 percentile range of the Q-ACSM measurements, respectively. The two small insets show the correlation between ToF-ACSM
and median Q-ACSM organic (green) and the same for HR-ToF-AMS and median Q-ACSM (pink). Slopes and coefficients of determination
of an orthogonal distance regression are given in the plots. Average organic matter concentrations during the whole period were 6.9 µgm−3.
(mainly C2H4O
+
2 ) and m/z 73 (C3H5O
+
2 ) mostly originate
from primary biomass burning particles (Alfarra et al., 2007;
Ng et al., 2010; Cubison et al., 2011). There are exceptions in
marine environments where the signal at m/z 60 can also be
mainly from Na37Cl, see Ovadnevaite et al. (2012). m/z 29
(mainly CHO+) as well is often enhanced in wood burning
emissions but is also observed from other sources e.g. SOA
(Chhabra et al., 2010). The fragments at m/z 43 (mainly
C2H3O
+) and m/z 44 (mainly CO+2 ) can help retrieving in-
formation about ageing and oxidation state of secondary or-
ganic aerosol (SOA) (Ng et al., 2010, 2011a).
The four fragments mentioned above are shown in Fig. 2b
as fraction of the total organic signal for all 15 participating
instruments during the 20 h period mentioned above. As al-
ready represented in the colour bar of Fig. 2a it is evident that
while most fragments have more or less similar contributions
to total organic matter (e.g. f29, f43 and f60 in Fig. 2b), there
is significant instrument-to-instrument variation of the f44.
It is to note that the organic signals at m/z 16, 17 and 18
are also calculated from m/z 44 according to the fragmen-
tation patterns highlighting the importance of the f44 vari-
ations (see Fig. 2a). A comparison of the mass spectra after
the stick atm/z 44 and all related peaks were removed shows
very similar relative spectra (IQR/median < 20 % for most
m/z, see Fig. S2 in the Supplement). Only m/z 29 which
is mostly CHO+ still shows a small increase (see Fig. S2b).
This may either indicate a connection to m/z 44 (CO+2 ) or
a small influence of air interferences.
Figure 2c shows that estimated O : C ratios based on f44
(Aiken et al., 2008) in this study varied from 0.41 to 0.77
for the same ambient aerosol. An elemental analysis of the
HR-AMS data however yielded an O : C ratio of 0.38. This is
close to the O : C ratio calculated from the formula of Aiken
et al. (2008) for the HR-AMS spectrum (0.42). The con-
sistency of the HR-AMS elemental analysis was confirmed
by comparison to a known organic mixture beforehand. As
a consequence the “real” O : C value during the intercompar-
ison campaign most likely lies at the low end of Fig. 2c and
the ACSMs overestimate O : C.
The fraction of m/z 44 to total organic matter measured
(f44) continuously varies compared to the mean between fac-
tors of 0.6 and 1.3 (from 8.5 and 18.2 %, Fig. 2b). Although
the absolute value of f44 that is measured by different instru-
ments is variable, all the instruments measure similar trends
for f44. The ratio of f44 between the instruments with even
the highest and lowest f44 values, for example, is generally
constant over time and does not vary with aerosol compo-
sition (see Fig. S3). Moreover, the precision of an individ-
ual, stable instrument is good and relative changes observed
for any given instrument can be unambiguously interpreted.
Thus, source apportionment analyses are not compromised,
and indeed are only slightly affected as discussed hereafter.
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Figure 2. (a) Median organic mass spectrum of the 13 Q-ACSMs (sticks) during interruption-free 20 h period (average of ∼ 1200 mass
spectra). The boxes represent the interquartile range for each m/z stick and the whiskers represent the corresponding full range over all
instruments. The line in the box indicates the median. The colour bar represents the ratio of the width of the individual boxes in relation
to the corresponding median in percent. (b) Fractions of the total organic signal at single m/z channels for all 15 participating instruments
sorted by fraction of m/z 44. Grey: f29, blue: f43, green: f44, red: f60. The respective fractions are given as numbers in the same colours.
(c) O : C ratio calculated via the formula given in Aiken et al. (2008) for all 15 participating instruments sorted by f44. O : C values are also
given as numbers.
Measurements of organic standards could be used to cal-
ibrate and allow for the intercomparison of the absolute f44
values observed in different ACSM instruments. However, in
the absence of these calibrations, caution should be exercised
in quantitatively comparing f44 values obtained by different
ACSM instruments. This includes application of the f44 vs.
f43 “triangle plot” (Ng et al., 2010) that is widely used to de-
scribe oxygenated organic aerosol (OOA) factors and com-
parisons of O : C values derived from ACSM f44 values.
A direct influence of the vaporiser temperature on this
variability is deemed unlikely by ACSM measurements of
several ambient aerosols (nebulisation of filter extracts, see
Daellenbach et al., 2015, for method description) at different
vaporiser temperatures. Relative organic spectra remained
constant over a wide range of temperatures (see Fig. S4 and
caption) as was already shown for several organic standards
by Canagaratna et al. (2015). Also the fragmentation of in-
organic molecules remained constant over a range of at least
550± 70 ◦C.
The f44 variability is observed to be larger in the ACSM
instruments than the AMS instruments (Ng et al., 2011c;
Canagaratna et al., 2007). The ACSM and AMS instruments
are based on the same particle vaporisation and ionisation
schemes (using the identical particle vaporiser), but they are
operated with different open/closed or open/filter switch-
ing cycles required for background subtraction. AMS in-
struments are typically operated with a faster switching cy-
cle (< 5 s) than the Q-ACSMs (∼ 30 s), which in turn have
shorter open times than the ToF-ACSM with the “fast-mode
MS” setting (Kimmel et al., 2011) employed in this cam-
paign (480 s open/120 s closed). It is noted that a fast filter
switching scheme analogous to that of the Q-ACSM has now
been implemented for the ToF-ACSM. The different switch-
ing times may result in different degrees of sensitivity to de-
layed vaporisation and pyrolysis artefacts. Efforts to under-
stand and diminish the variability in f44 measured by ACSM
instruments are ongoing.
3.3 HR-ToF-AMS source apportionment
Several publications have demonstrated that higher time and
m/z resolution provided by the HR-ToF-AMS in contrast to
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Figure 3. Factor time series in µgm−3 (a) and relative factor profiles (b) of the HR PMF source apportionment. In both (a and b) the factors
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the UMR of the ACSM result in less rotational ambiguity and
provide superior source resolution (Aiken et al., 2009; Zhang
et al., 2011). Therefore, we first performed a PMF of the HR-
ToF-AMS data to determine the likely resolvable factors and
their characteristics. High-resolution analysis was performed
up to a mass-to-charge ratio of 130 resulting in 355 different
organic fragments.
Completely unconstrained PMF analysis yielded four fac-
tors: hydrocarbon-like organic aerosol (HOA), cooking-like
organic aerosol (COA), oxygenated organic aerosol (OOA)
and biomass burning related aerosol (BBOA). Higher num-
bers of factors resulted in random splitting of already identi-
fied factors. However, in the four-factor solution, the HOA
and COA factors showed signs of source mixing (mainly
with the wood burning related source) like covariance of sev-
eral factors. An extension of the analysis up to eight factors
led to an unmixing of the two factors. Therefore, these clearly
resolved HOA and COA factor profiles from the eight-factor
solution were extracted, saved and used as anchors in a sub-
sequent four-factor ME-2 analysis with tight constraints of
a = 0.1 each. The other two factors remained unconstrained.
This approach resulted in better correlations with external
tracers for all factors than the completely unconstrained four-
factor solution. A similar approach of increasing the number
of factors in unconstrained PMF and subsequent combination
of duplicate factors was used in previous studies (Docherty
et al., 2011; Li et al., 2014). The resulting time series and
factor profiles are shown in Fig. 3a and b. For more details
about the PMF analysis of the HR data please refer to Sect. 3
of the Supplement.
Factors 1, 2 and 4 are attributed to POA sources while
factor 3 is attributed to SOA. The identification of the fac-
tor sources is supported by correlations of profiles to known
source spectra, by correlation to time series of the externally
measured tracers explained below (see Fig. S5a–d and Ta-
ble S4) and by identification of diurnal emission patterns (see
Fig. 4).
Factor #1 (HOA) is dominated by ions related to aliphatic
hydrocarbons, e.g. at m/z 41 (C3H
+
5 ), m/z 43 (C3H
+
7 ),
m/z 55 (C4H
+
7 ), m/z 57 (C4H
+
9 ), m/z 67 (C5H
+
7 ), m/z 69
(C5H
+
9 ), m/z 71 (C5H
+
11), m/z 79 (C6H
+
7 ), m/z 81 (C6H
+
9 )
and m/z 83 (C6H
+
11) (Zhang et al., 2005b). HOA typically is
emitted by combustion engines, e.g. from motor vehicles and
believed to mainly come from lubricating oils (Canagaratna
et al., 2004). The diurnal variation (Fig. 4) shows two clear
peaks during morning and evening rush hours and the time
series correlates well with ambient NOx (R
2
= 0.65) con-
centrations and fossil fuel-related fraction of BCff retrieved
from the Aethalometer (R2 = 0.68).
The mass spectrum of factor #2, identified as organic
aerosol related to cooking activities, shows similarities to the
HOA with highest contributions of peaks at similar mass-to-
www.atmos-meas-tech.net/8/2555/2015/ Atmos. Meas. Tech., 8, 2555–2576, 2015
2564 R. Fröhlich et al.: Intercomparison of ME-2 organic source apportionment
3.2
2.4
1.6
0.8
0.0
co
nc
en
tr
ati
on
 (u
g/
m
3)
20151050
hours (local time)
 HOA  COA-like  OOA  BBOA
 error bar = 1 std.dev of mean
Figure 4. Diurnal variation (local time) of absolute factor concen-
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first standard deviation (SD). In some cases (e.g. HOA) the error
bars are not visible because they are smaller than the marker size.
charge ratios (m/z 27, 41, 43, 55, 57, 67, 69, 79, 81, 83)
but with a higher contribution of oxygenated species at m/z
41 (C2HO
+), m/z 43 (C2H3O
+), m/z 55 (C3H3O
+), m/z
57 (C3H5O
+), m/z 69 (C4H5O
+), m/z 71 (C4H7O
+), m/z
81 (C5H5O
+) and m/z 83 (C5H7O
+). This is in accordance
with previous publications (Slowik et al., 2010; Allan et al.,
2010; Mohr et al., 2012; Canonaco et al., 2013; Crippa et al.,
2013a, 2014). Especially the oxygenated fragment atm/z 55
can serve as a good indicator for COA. C3H3O
+ is plotted
together with the COA factor in Fig. S5b. Its correlation to
COA (R2 = 0.80) is much higher than to HOA (R2 = 0.38).
Also C6H10O
+ which was identified as a marker for COA
before by Sun et al. (2011) and Crippa et al. (2013b) corre-
lates better with the COA factor (R2 = 0.38) than with the
HOA factor (R2 = 0.23, see grey trace in Fig. S5b). Typical
for COA aerosol are the distinctively different (compared to
the HOA factor) ratios betweenm/z 41 and 43, betweenm/z
55 and 57 and between m/z 69 and 71 (Mohr et al., 2012;
Crippa et al., 2013a). In Fig. S6 the COA factor mass spec-
trum from this study is plotted side-by-side with the COA
factor identified at the same station close to Paris in summer
2009. To date no reliable external tracer number for COA
was established but the clear emission peaks during lunch
and dinner time in the diurnal variation (Fig. 4) are charac-
teristic of clearly resolved COA factors in previous studies
and support the present interpretation.
The secondary factor #3 consists of highly oxidised (high
f44) organic aerosol (OOA). The diurnal cycle is more or
less flat and the overall concentrations are more driven by
meteorology than by emissions (see OOA time trace in
Fig. 3a). This is supported by the stronger correlation of
OOA to sulfate (R2 = 0.43), ammonium (R2 = 0.54), and
nitrate (R2 = 0.47, see Fig. S5d) than for the other three
factors (see Table S4). As is frequently the case for win-
ter campaigns, the OOA could not be further separated
into oxygenation/volatility-dependent fractions (Lanz et al.,
2010; Zhang et al., 2011).
The most descriptive features in the mass spectrum of fac-
tor #4 identifying it as BBOA are the oxygenated peaks at
m/z 60 (C2H4O
+
2 ) and m/z 73 (C3H5O
+
2 ). They are associ-
ated with fragmentation of levoglucosan and other anhydrous
sugars which are produced in the devolatilisation of cellulose
making it a good tracer for biomass burning emissions (Si-
moneit et al., 1999; Hu et al., 2013a). Generally BBOA pro-
files from different measurement sites are less uniform than
e.g. HOA profiles because of the higher variability of fuel
and burning conditions (Weimer et al., 2008; Grieshop et al.,
2009; Heringa et al., 2011, 2012; Crippa et al., 2014). The
BBOA factor profiles from this study contain relatively high
f44 which may be an indication of ageing and oxidation prior
to detection but variations of the BBOA profile can also oc-
cur at the source (Young et al., 2015). Similar BBOA spectra
were observed before, e.g. in winter in Paris (Crippa et al.,
2013a) and in Zurich (Canonaco et al., 2013). The diurnal
variation shows a steep increase in the afternoon and evening
and a subsequent decrease after midnight, corresponding
with domestic heating habits. In Fig. S5c the BBOA factor
shows very good correlation with BCwb from the Aethalome-
ter (R2 = 0.90) and to gas-phase methanol (R2 = 0.76) and
a reasonable correlation with acetonitrile (R2 = 0.48) mea-
sured with a PTR-MS. In winter wood combustion is a signif-
icant source for primary and secondary methanol (Holzinger
et al., 1999; Jacob et al., 2005; Gaeggeler et al., 2008; Akagi
et al., 2013).
Overall factor contributions in the analysis of the HR-ToF-
AMS data are: HOA 12.7 %, COA 16.0 %, OOA 38.2 %,
BBOA 33.1 %. Relative contributions, number and type of
factors as well as the fingerprint of factor profiles are in good
agreement with results of Crippa et al. (2013a) from winter
2010 at a nearby site.
The amount of factors (four) found in this HR-PMF anal-
ysis provides the basis for the analysis of the parallel unit
mass resolution (UMR) data sets from the further 13 Q-
ACSMs and the 1 ToF-ACSM. The resolving power of the
ToF-ACSM is sufficient to resolve a subset of the ions used in
the HR-PMF analysis described here (Fröhlich et al., 2013).
However, the uncertainties associated for inclusion in an HR-
PMF study using the ToF-ACSM data are still undetermined.
Therefore only UMR analyses of the ToF-ACSM data were
performed for this intercomparison study.
3.4 ACSM (UMR) source apportionment
PMF analyses were performed individually on all 14 ACSM
data sets. The data preparation procedures were described
in Sect. 2.5 and Table S3. For most instruments, an uncon-
strained PMF analysis (no additional constraints on any of
the factor profiles) could only resolve three separate fac-
tors (HOA, BBOA, OOA). The three-factor solutions showed
larger instrument-to-instrument variability and less correla-
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tion to external measurements for most ACSMs (especially
of the HOA factor) than the four-factor ME-2 solutions
presented hereafter. Amongst others, these points present a
strong argument against the three-factor unconstrained PMF
and for an introduction of a COA profile also if the additional
information of the HR-AMS PMF was not available in the
first place. Contributions and correlations of the three-factor
PMF can be found in Fig. S7 and Table S5.
It is noted that although four factors could not be sepa-
rated by an unconstrained PMF of the ACSM data, several
indicators (increased seed variability, residuals of m/z 55,
etc.) provide motivation for an extension of the analysis to
higher factor numbers using the additional methods imple-
mented in ME-2 to investigate the solution space outside the
global minimum of Q (e.g. with profile constraints). In other
words, also without the information of the HR PMF it is ap-
parent that the three-factor PMF is not the best possible so-
lution for the ACSMs.
Based on the HR-PMF analysis presented in Sect. 3.3
a COA factor was introduced with a variable a value. A ver-
ified anchor spectrum from a previous study at the nearby
measurement site SIRTA zone 1 of Crippa et al. (2013a) was
used (reference spectra from Crippa et al. (2013a) are la-
belled with the subscript Paris in the following). The HOA
factor, if possible, remained unconstrained or was extracted
from a previous PMF solution with a higher number of fac-
tors similar to the retrieval of the COA factor in the HR-PMF
in Sect. 3.3. This procedure was favoured because for most
ACSM an increase of the factor number produced an HOA
factor with similar or better covariance with the time series
of NOx and BCff as opposed to the application of external
reference HOA spectra. For this purpose unconstrained PMF
runs with three, four, five and six factors were performed for
each ACSM and the HOA profiles corresponding to the high-
est combined R2 between factor time series and external data
were saved and subsequently used as anchor profiles in the
four-factor constrained ME-2 runs. HOA reference profiles
retrieved this way are individual for each instrument and de-
noted HOAindv in the following. A COA factor could not be
extracted for the ACSM with this method. The HOA factors
in the four-factor constrained ME-2 runs were left uncon-
strained if their time series correlations with NOx and BCff
were better or similar to the constrained case. The two ad-
ditional factors in the 4 factor constrained ME-2 were left
completely free and the results resembled OOA and BBOA
for each instrument. Extraction of individual reference pro-
files directly from the data is not always possible and a more
common approach is the adaptation of reference spectra from
a database of previous experiments. Therefore the ME-2 re-
sults acquired with the use of the database profiles HOAParis
and COAParis are shown as well for comparison. The in-
fluence of an alternative anchor (see Fig. 7, top panel, and
Sect. 3.5.3) proved to be small for most ACSMs. However,
there are outliers with larger differences in the factor contri-
butions (e.g. #7, #12, TOF) which indicates that by testing a
Table 2. a values of the best solutions for each instrument. Anchors
used in the ME-2 analysis: HOA anchor left table column: individ-
ual reference spectra from previous unconstrained PMF solution of
the same data set (HOAindv), right table column: HOAParis, COA
anchors left and right table columns: COAParis. In some cases (#2,
3, 4 and 12) the time series correlation with external tracers was
better (higher R2) without constraint of the HOA profile.
a value HOAindv /COAParis HOAParis /COAParis
ToF 0.05/0.05 0.10/0.10
#1 0.05/0.05 0.35/0.05
#2 free/0.04 0.25/0.15
#3 free/0.10 0.20/0.10
#4 free/0.15 0.15/0.15
#5 0.05/0.15 0.45/0.25
#6 0.05/0.05 0.30/0.30
#7 0.05/0.05 0.05/0.25
#8 0.05/0.05 0.20/0.15
#9 0.10/0.10 0.35/0.05
#10 0.04/0.20 0.20/0.20
#11 0.01/0.04 0.10/0.05
#12 free/0.10 0.20/0.30
#13 0.05/0.05 0.60/0.05
set of reference profiles, if possible, an improvement of the
individual source apportionment can be reached. The source
apportionment of the ToF-ACSM data produces clearer diur-
nal trends due to less scatter in the time series and higher tem-
poral resolution compared to the Q-ACSM data. This facili-
tates source identification. In this study, however, for a clear
separation of all four factors without the extra information of
HR fitted spectra, the additional controls (e.g. possibility to
introduce anchor spectra) of the ME-2 package were neces-
sary for the source apportionment of both, ToF-ACSM and
Q-ACSM data. Details about procedures for the selection of
optimal a values can be found in Sect. 2.6.
Optimised a values for each instrument are shown in Ta-
ble 2. In some cases no clear maximum of the temporal cor-
relation to external tracers but a plateau of the correlation co-
efficient R2 could be found and the largest possible a value
is noted in Table 2. This indicates a stable HOA factor. The
COA factor which could not be resolved in the unconstrained
PMF of the ACSM data sets is less stable and therefore gen-
erally needs a tighter constraint, i.e. a lower a value (see right
column of Table 2). This is necessary to avoid as much as
possible potential mixing of COA and BBOA factors. Similar
diurnal cycles of heating and cooking activities (both sources
have the highest emissions during the evening hours) pose
a risk for factor mixing especially in the Q-ACSM data sets
which have lower mass resolution and generally less preci-
sion. Two weeks of Q-ACSM measurement result in about
700 mass spectra of which only∼ 30 are including lunchtime
COA emissions and the emission peak of COA aerosol in the
evening overlaps with wood burning emissions. In addition
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COA emissions may be significantly lower and partly trans-
ported in contrast to measurements at an urban site. All this
may put COA at the edge of ME-2 resolvability. Due to this
the Q-ACSM COA factor may still contain some mixed-in
BBOA fraction or the other way round. Also the fact that the
contribution of the COA factor stays well above zero during
the night can be an indicator of some remaining factor mix-
ing which cannot be resolved by ME-2 for this data set, of
additional sources emitting COA-like aerosol more perma-
nently like food industry or of regional transport or of the
lower mixing height of the planetary boundary layer during
night. Due to the first two points, real COA emissions may
be somewhat lower than indicated by the COA factor and
the factor is named COA-like in the following. For HOAindv
a smaller range of a values (a = 0.01–0.10; 1a = 0.01) was
explored to maintain similarity to the extracted profiles.
3.5 Intercomparison of source apportionment results
3.5.1 Time series
Diurnal variation and factor profiles of all 15 solutions
(13×Q-ACSM, 1×ToF-ACSM, 1×HR-ToF-AMS) are
displayed in Fig. 5 (for full time series see Fig. S9) and
Figs. S15 and S16. To avoid influence of a potentially vary-
ing CE, the diurnal plots show the relative fractions of the
total apportioned organic matter for the respective source fac-
tors instead of absolute concentrations. The diurnal variation
plots of the four factors show the median of all Q-ACSMs
(black) and the IQR as well as the 10–90 percentile range
together with the diurnal variation of AMS (pink) and ToF-
ACSM (green) factors. To facilitate comparison and to avoid
a too large influence of the drift observed in the ToF-ACSM
(see Sect. 2.5), all diurnal time traces (Q-ACSMs, HR-ToF-
AMS and ToF-ACSM) were calculated only for the measure-
ment period between 20 November and 2 December, discard-
ing the first 4 days of measurement in which the observed
exponentially decaying drift had the largest influence. Morn-
ing and evening rush hour peaks in the HOA as well as lunch
and dinner time peaks in the COA-like factor are easily dis-
cernible around 1 p.m. and 9 p.m. The fraction of BBOA sig-
nificantly increases in the evening when domestic heating ac-
tivities are highest and decreases again after midnight with
a small plateau in the morning when people are waking up.
The apparent decrease of the OOA relative contribution in the
evening can be attributed to the increase of BBOA since the
absolute concentrations of OOA show no diurnal trends (see
Fig. S9). The observed trend of the diurnal variations are sim-
ilar in all 15 instruments. The full time series of all devices
normalised to the total concentration measured with the HR-
ToF-AMS are shown in Fig. S9. Correlations of these nor-
malised factor time series to the median of all instruments are
illustrated in the Supplement in Figs. S10–S13. Slopes range
between 0.73–1.27 (HOA), 0.62–1.43 (COA-like), 0.77–1.23
(BBOA) and 0.66–1.28 (OOA) with correlation coefficients
R2 between 0.63–0.94 (HOA, median R2: 0.91), 0.55–0.91
(COA-like, median R2: 0.85), 0.90–0.98 (BBOA, median
R2: 0.95) and 0.72–0.95 (OOA, median R2: 0.91).
Diurnal variation of the relative factor contributions from
the HR-AMS and the ToF-ACSM data sets are largely
within the range of the Q-ACSMs. The morning peak of the
HOA is slightly smaller in the HR-AMS than in the other
devices (morning traffic peak contributions: 22.5 % (HR-
AMS), 27.7 % (median Q-ACSMs), 30.4 % (ToF-ACSM))
and the source apportionment of the ToF-ACSM data set
yielded slightly lower OOA but higher BBOA concentrations
(see Fig. 7, bottom panel). It is noted that the non-uniform
time steps the Q-ACSM data are recorded at, and several
unplanned measurement interruptions of some of the instru-
ments, made it impossible to completely synchronise all de-
vices. This contributes an unknown, likely small fraction of
the total uncertainty.
The lower panel of Fig. 5 shows the diurnal variation of the
model residuals scaled to the total organic concentrations.
Residuals of ToF-ACSM and Q-ACSMs fluctuate around
zero and are always within a range smaller than ± 2 % of
total organic concentrations. In the evening hours when total
organic concentrations are highest the scaled residuals tend
to be slightly larger. The HR-AMS residuals, however, are
higher and purely positive. A more detailed analysis shows
that all m/z channels are affected to a similar extent. The
reason for the purely positive residuals is unknown, but no
significant temporal variation and no significant change or
decrease of the residuals even in PMF runs with high number
of factors (> 10) indicate that the residuals are not connected
with additional factors missing in the current analysis.
3.5.2 Profiles
The median factor profiles of the HOA, COA-like, BBOA
and OOA factors of the 13 Q-ACSMs are shown as sticks
in Fig. 6. IQR of each individual stick is displayed as a box
while the full range is shown with the whiskers. Colours de-
note the width of the IQR box relative to the median. For the
BBOA and OOA factors the m/z range between 50 and 100
is enlarged in separate insets. The typical features of each
factor are similar to the HR data in Sect. 3.3.
The aliphatic hydrocarbon signals characteristic for HOA
have relatively stable contributions to the HOA source spec-
trum (box / 15 %, green colour) in all instruments. The vari-
ation of m/z 43 is slightly higher (≈ 25 %, yellow) and the
mass-to-charge ratios 29 and 44 (and 16–18 which are calcu-
lated directly from m/z 44, see Allan et al., 2004) have quite
large boxes (> 50 %, violet). These fragments are also partly
apportioned to BBOA and OOA which could indicate a mi-
nor mixing of these sources into the HOA factor for some in-
struments. Considering the full range (whiskers), instrument
#13 (see Fig. S15, also #1 and #5 show slightly elevated f44)
represents an outlier with highm/z 44 in the HOA. It is noted
that in most ME-2 source apportionments this solution would
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Figure 5. Diurnal variation of the four source factors and PMF residuals. The upper four panels display the relative contribution of the
respective sources to the total apportioned organic matter. Top left: HOA, top right: COA-like, bottom left: OOA, bottom right: BBOA.
Green trace: ToF-ACSM, pink trace: HR-ToF-AMS, black trace: median of all 13 Q-ACSMs. The IQR and the 10–90 percentile range of
the Q-ACSMs are indicated as light grey and light red regions, respectively. The lower panel shows the residual organic concentration not
explained by the presented solution in % of the total organic concentration. The time is local time (UTC+1 h). Hourly averages are displayed
according to their time center (e.g. the data point at 12:30 represents the average between 12:00 and 13:00).
have been discarded and an approach with a constrained ex-
ternally measured HOA profile would have been favoured
(similar to the approach used to calculate the second bars
from the left in Fig. 7, top panel). For the sake of compara-
bility the solution with the individually extracted HOA pro-
file of instrument #13 is still included in this analysis. Other
contributing m/z channels which exhibit a larger variability
of more than 30 % in the HOA profiles are 26, 27, 53, 66, 77
and 91.
The second panel of Fig. 6 shows the variation of the COA
source profiles which were constrained with low a values. It
is noted that the method of adding constraints to the ME-2
output naturally has an effect on its maximum possible vari-
ability. Therefore no variations ' 20 % are observed.
The BBOA profile is shown in the third panel. The varia-
tions of the important markers atm/z 29, 60 and 73 show the
smallest variations (/25 %). The f44 however exhibits a vari-
ability of≈ 50 %. A more detailed look at the BBOA profiles
in Fig. S16 shows a dependency on total f44. While instru-
ments with lower total f44 mostly have a lower f44 in the
BBOA spectrum, devices with higher f44 on the other hand
also tend to have higher f44 in their BBOA spectrum. This
should be kept in mind for the application of f44 to charac-
terise ageing of biomass burning plumes (as could be shown
for AMS data by Cubison et al., 2011) from ACSM data sets.
The OOA factor profile shows only slightly smaller abso-
lute variation (size of box) of f44 than the BBOA profile, but
since here f44 is larger in general, the resulting size of the
box in relation to the median is only of the order of ≈ 20 %.
Considering the full range, f44 varies by about 40 %, simi-
lar to the variation of f44 in the input organic mass spectra.
Again, a look at Fig. S16 reveals an increasing f44 in the
OOA source profile with increasing total f44. There are only
a few additional m/z channels having significant contribu-
tions to OOA. The magnification of the region above m/z
50 shows only very low signals with high variations which
predominantly can be considered noise.
The fact that the f44 has a high instrument-to-instrument
variability in all unconstrained factors has important implica-
tions for the application of reference profiles measured with
an AMS or another ACSM to ACSM data sets. Constraints
on m/z 44 should be avoided or loosened as much as possi-
ble. Alternatively the f44 in such reference profiles should be
subjected to a sensitivity test (e.g. by manually changing the
f44 of a reference profile).
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Figure 6. Median source factor profiles of the 13 Q-ACSMs (sticks) sorted from top to bottom as follows: HOA, COA-like, BBOA, OOA.
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The source profiles of the ME-2 analysis of the ToF-
ACSM data set are shown in Fig. S14 together with box
and whisker plots of the Q-ACSM profiles. Generally the
ToF-ACSM source profiles lie well within the range of the
Q-ACSMs. Since the ToF-ACSM had the highest f44 of all
instruments all factor profiles lie at the upper end of the Q-
ACSM f44 range. The signals at higher mass-to-charge ra-
tios are a bit smaller. This could either be due to an overes-
timation of the RIT correction performed on the Q-ACSM
mass spectral data (see RIT discussion in the Supplement)
or to loss of smaller signals in the ToF-ACSM caused by the
operational issue with the detector amplification detailed in
Sect. 2.5. The latter is unlikely but cannot be completely ex-
cluded.
3.5.3 Contributions
For the comparison of ME-2 SA performance on ACSM data
one of the important variables are the source contributions.
In Fig. 7 (top panel) the respective source contributions of
all participating instruments are plotted as bar plots for four
different solutions. From left to right the bars stand for:
– ME-2 solution with constrained COAParis and (if neces-
sary, see Table 2) HOAindv; a values optimised.
– ME-2 solution with constrained COAParis and HOAParis;
a values optimised according to description in Sect. 3.4.
– ME-2 solution with constrained COAParis and HOAParis;
aCOA as above but aHOA completely fixed (aHOA = 0).
– ME-2 solution with constrained COAParis and HOAAvg;
aCOA as above but aHOA completely fixed (aHOA = 0).
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HOAAvg represents the average of 15 ambient HOA pro-
files (Ng et al., 2011b).
The HR case on the left of Fig. 7 is an exception. There
only the solution presented in Sect. 3.3 is shown because the
UMR profiles HOAParis and HOAAvg cannot be used for HR
data and the ion list of the HR COA profile from Crippa et al.
(2013a) did not fully overlap with our ion list.
HOAParis and HOAAvg are relatively similar to each other.
Due to this, in some instruments even with fixed HOA an-
chors the resulting contributions are very similar (e.g. #1, #8
and #13) while for others (e.g. #3, #12 and ToF) the contri-
butions of the fixed case differ significantly, nonetheless. As
a consequence a sensitivity test of a wide range of a values
is always recommended. By relaxing the constraints (i.e. in-
creasing/optimising the a value) the ME-2 results of different
instruments tend more towards similar solutions. A compari-
son of the two fully coloured bars of each instrument in most
cases reveals only minor differences in the relative source
contributions to total organic matter measured (largest devi-
ations at #1–3 and #5–7), leading to the assumption that the
choice of reference HOA spectrum is not too crucial if the a
values are optimised.
Median and average contributions of each of the four fac-
tors are summarised in Table 3 together with the correspond-
ing SDs. HOA contributed 14.3± 2.2 %, COA 15.0± 3.4 %,
OOA 41.5± 5.7 % and BBOA 29.3± 5.0 % to the total or-
ganic mass. It is noted that average concentrations over
the 15-day period were 6.9 µgm−3 (range ≈ 0.7–25 µgm−3,
see Fig. 1) and higher or lower signal-to-noise ratios or dif-
ferences in the source time series variability have an effect
on the accuracy of the results. Usually lower average con-
centrations or less temporal variability will increase the un-
certainties while higher average concentrations or increased
temporal variability will decrease the uncertainties. The un-
certainties found in this study are shown in more detail in
Fig. 7 (bottom panel). There the individual deviations of all
factors from the median are shown in percent for all partic-
ipating instruments. The ± 15 % region is indicated by the
dashed line and the± 30 % region by the solid line. Most de-
viations lie within the ± 15 % region – in particular, HOA,
OOA and BBOA have only few outliers (HOA: 3, BBOA:
4, OOA: 3), while COA-like factor has significantly more (7
outliers). This emphasises the already discussed notion that
COA was the most difficult factor to quantify because of the
temporally low occurrence (lunchtime) of significant events
and its partial concurrence with the BBOA in the evening
hours. Therefore COA also possesses the highest uncertain-
ties in this study.
Over- and underestimation of all four factors appear more
or less randomly distributed – no significant dependence on
f44 is noticeable. This suggests that the differences in the
input data matrix (see Sect. 3.2), mainly the f44, do not con-
tribute significantly to the relatively small discrepancies of
the factor contributions between the 15 instruments (Table 3)
Table 3. Median and average factor contributions over all 15 partic-
ipating instruments.
factor median (%) average (%) SD (%)
HOA 14.7 14.3 2.2
COA-like 14.9 15.0 3.4
OOA 42.8 41.5 5.7
BBOA 29.2 29.3 5.0
even though source spectra can differ significantly between
instruments (see Sect. 3.5.2). This indicates a correct allo-
cation of the additional m/z 44 signal which may originate
from pyrolysed organic compounds to the original aerosol
source.
Figure S17 shows the same results in terms of z score val-
ues (calculated in accordance with ISO13528, 2005), a di-
mensionless statistical quantity (see Eq. S1) evaluating the
performance of each source apportionment solution with re-
spect to a reference value using the robust standard devia-
tion of the contributions as target uncertainty (Karagulian
and Belis, 2012; Belis et al., 2015). The same method was
employed in part 1 of this study by Crenn et al. (2015). With
two exceptions (HOA in instrument #13 and OOA in the ToF-
ACSM) all results lie in the “ok” and “acceptable” regime
defined by |z| ≤ 2.
It is noted that the stated uncertainties are only the relative
uncertainties of the source apportionment, not taking into ac-
count the additional variation of total measured organic mass
between instruments, which is assessed in part 1 of this study
(Crenn et al., 2015). Average concentrations and first SD in
µgm−3 of each source are given in Table S6, representing
the combination of both sources of uncertainty. Additionally
it is noted that potential differences in CE of different OA
sources, as was speculated e.g. by Yin et al. (2015), are not
accounted for.
3.5.4 ACSM specific recommendations
Crippa et al. (2014) developed a standardised approach for
ME-2 analyses of AMS measurements in addition to the rec-
ommendations given by Ulbrich et al. (2009). Since ACSM
data is basically identical to UMR AMS data with reduced
temporal resolution, a similar approach is recommended for
ACSM data sets. Additionally, several ACSM-specific points
are suggested by the current study:
– Profile constraints on the m/z 44 signal should be
avoided or kept as loose as possible (high a value for
m/z 44).
– If constraints are applied to the m/z 44 signal, a sensi-
tivity analysis, e.g. by manual modification of the rela-
tive amount of the m/z 44 signal is recommended.
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– All Q-ACSM measured non-physical negative mass
concentrations at mass-to-charge ratio 12. Therefore
m/z 12 should be removed in PMF/ME-2 source appor-
tionments of Q-ACSM data. To avoid negative m/z 12
in future data sets, the waiting time between quadrupole
scans should be increased in the DAQ software.
– Anchor profiles constructed from the studied data set are
preferable to database profiles. These profiles can often
be extracted from solutions with additional factors (e.g.
this study) or from separate PMF on parts of the data
set with high fractional contributions of a factor (e.g.
period with nearby forest fires or high primary traffic
emissions).
– The PMF results of short-term, high-resolution AMS
measurements overlapping with long-term ACSM mea-
surements can provide useful constraints on the source
apportionment of the ACSM data set (e.g. number of
factors, special features in a profile).
– If no profiles can be extracted with the methods de-
scribed above, it is advised to try and compare differ-
ent database anchor profiles (e.g. by comparing SA re-
sults to external data or comparing changes in diurnal
cycles). This is more crucial for factors for which the
profiles typically show larger variations between sites
(e.g. BBOA, see Ng et al., 2011b) as opposed to fac-
tors with more similar profiles (e.g. HOA, see Ng et al.,
2011b).
4 Conclusions
The ACTRIS ACSM intercomparison taking place for about
3 weeks (end of November to December 2013) at the SIRTA
site in Gif-sur-Yvette near Paris provided great insight into
the comparability of ACSM instruments, especially in terms
of mass concentrations (part 1 of this study), mass spec-
tra and source apportionment. Future exercises of this kind
are encouraged. In this study, factor analysis source appor-
tionment was performed on the data sets of 15 co-located
aerosol mass spectrum analysers (13×Q-ACSM, 1×ToF-
ACSM, 1×HR-ToF-AMS) operated in parallel. To minimise
external influence, operation (e.g. same operator of all source
apportionments, use of the same software versions) and in-
strumentation (e.g. same calibration equipment) were har-
monised. In each case four specific factors were identified:
HOA, COA-like, OOA and BBOA sources, having features
consistent with previous AMS studies at a nearby site (Crippa
et al., 2013a). A better separation of the input variables due
to the high resolution of the HR-ToF-AMS allowed for the
identification of all four factors with unconstrained PMF. For
the ACSM UMR data sets (including the ToF-ACSM) the
ME-2 approach, partly constraining the HOA and COA pro-
files, was employed. The strength of the constraint (a value)
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was optimised by maximisation of the correlation (R2) of the
factor time series with external tracer measurements.
The fraction of organic mass occurring at m/z 44 (f44)
varied between factors of 0.6 and 1.3 compared to the mean
across all instruments. Such differences should be consid-
ered in comparing estimated O : C ratios and retrieved factor
profiles between ACSMs. The f44 discrepancies do have sig-
nificant influence on resulting factor profiles of ME-2/PMF
analyses but no significant influence on total factor contribu-
tions was noticed.
A good agreement of relative factor contributions over
all 15 instruments was found. On average HOA contributed
14.3± 2.2 %, COA 15.0± 3.4 %, OOA 41.5± 5.7 % and
BBOA 29.3± 5.0 %. The listed first SDs give a measure for
the uncertainty of the ME-2 source apportionment related
to the measurement technique. From these numbers a rela-
tive deviation from the mean combined over all factors of
± 17.2 % was calculated.
The Supplement related to this article is available online
at doi:10.5194/amt-8-2555-2015-supplement.
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